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lssuing Office:
Jl. Arteri Tol Cibitung No. 1, Cibitung Bekasi 17520, lndonesia

Phone/Facs: +62 21 88321 176/88321 1 66
Emall: cs.cbt@sucofindo.co. id

REPORT OF TESTING

AGVA HEALTHCARE

7/56 DESH BANDHU GUPTA ROAD
KAROL BAGH, NEW DELHI 1 1OOO5

(rNDrA)

STANDARD : SNI IEC 60601-1:2014

TYPE OF TESTING : Verification testing

TEST METHOD : SNI IEC 60601-1:2014

TESTING LOCATION : Laboratorium PT. SUCOFINDO

NAME OF SAMPLE : VENTILATOR ICU AGVA

TRADE MARK : AGVA

MODEL / TYPE : AV - AD COVID

RATINGS : 220Y I 50l60Hz l250VA

RECEIVED ON : Decembet 23,2020

TESTED ON : December28,2A20 - February 1,2021

REMARKS : This report is not a product certificate
The test results meet the standard requirements

The Attachment available is an integral part of this certificate.

This test result (s) related to the sample (s) submitted only and the report / certificate cannot be reproduced in any way, except in full context
and with the prior approval in writing from Sucofindo Laboratory.
This Certificate/report is issued under our General Terms and Conditions, copy of which is available upon request or may be accessed at
www.sucofindo.co.id
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